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Abstract. A probe is described that when immersed into a highly scattering fluid provides a measurement of its
scattering and absorbing properties at a single optical wavelength. It uses recently available low-cost proximity
sensor modules to estimate the mean flight times of photons diffusely transmitted between near-infrared sources
and detectors at two different separations. The probe has been designed with a specific application for enabling
the rapid and efficient production of fluids, which mimic the optical properties of biological tissues. The potential
of the device is demonstrated using precalibrated solutions of intralipid, an intravenous nutrient, and absorbing
dye. It is shown that a combination of time-of-flight measurements at two source–detector separations can
uniquely specify the absorption coefficient and the transport scattering coefficient. © The Authors. Published by SPIE
under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of
the original publication, including its DOI. [DOI: 10.1117/1.JBO.22.5.055009]
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1 Introduction
The development and evaluation of instruments for biomedical
optics applications frequently require the use of objects that
mimic the optical properties of biological tissues, known as
phantoms.1 The primary interactions between light and tissue
at optical wavelengths are absorption and scatter, and the degree
to which each occurs in a synthetic medium can be easily manip-
ulated by an appropriate combination of scattering and absorb-
ing agents within a solid or liquid matrix. Phantoms are most
often used for applications in optical spectroscopy, imaging,
and dosimetry where sources and detectors are placed on the
surface of tissue with separations between a few millimeters
and several centimeters. At commonly used near-infrared (NIR)
wavelengths, scatter dominates over absorption and light propa-
gating more than a millimeter or so in tissue is rendered diffuse,
i.e., all initial source beam directionality information is lost.
Under these conditions, it is sufficient for phantoms to mimic
the so-called transport scattering properties of tissue, character-
ized by the transport (or “reduced”) scattering coefficient
denoted by μ 0s, with units of mm−1.
1 Meanwhile, absorption,
which has much stronger wavelength dependence in tissue
than scatter, is characterized by the absorption coefficient μa,
also with units of mm−1.
Many of the phantoms employed to date have consisted of
liquids (usually water based), in which suitable absorbing (e.g.,
inks, molecular dyes, and hemoglobin) and scattering (e.g., lip-
ids, powdered solids, and microspheres) agents are added.2–4
The construction of solid phantoms also often involves adding
agents to a liquid matrix (e.g., resins, rubbers, gels, etc.) before
solidifying (e.g., by the addition of a catalyst).5–8 A broad vari-
ety of phantom recipes have been devised, and each usually
relies on producing precise concentrations of absorbing and
scattering substances, which have had their optical properties
accurately characterized in advance.
In this paper, we describe a low-cost tool for producing fluids
with tissue-like optical properties without the need for prior
characterization of the scattering and absorbing agents. In
principle, the tool can be produced in the form of a “dipstick”
that provides an instantaneous measure of μa and μ 0s during the
mixing of the components. Although such a concept has been
proposed and explored before, most recently by Zhou et al.,9
previous investigations have focused either on measurements
of intensity (i.e., diffuse reflectance or transmittance) or
have required complex and expensive bench-top systems
based on time-domain10 or frequency-domain measurements.11
Measurements of intensity are notoriously influenced by the
coupling between the optical sources/detectors and the medium;
for example, a small stain, scratch, or air bubble on the surface
of the probe would be likely to corrupt the measurement.
However, time-domain measurements (of times-of-flight of pho-
tons emitted by a pulsed source) and frequency-domain mea-
surements (of phase delay from an intensity-modulated source)
are largely immune from variation in coupling. The device
described here is based on a very low-cost commercial time-
of-flight proximity sensor developed for the mobile phone
market.
2 Theory
Light propagation through media in which scattering dominates
over absorption can be modeled using the time-dependent dif-
fusion equation. Arridge et al.12 show that for a point source and
point detector separated by a distance d in an infinite homo-
geneous diffusing medium (where d ≫ 1∕μ 0s), the mean time-
of-flight of photons hti is given as*Address all correspondence to: Jeremy C. Hebden, E-mail: j.hebden@ucl.ac.uk
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Ameasurement of flight times of photons traveling through a
highly scattering medium yields a broad distribution sometimes
known as a temporal point spread function,12 of which hti is the
weighted average flight time. Combining these equations, it can
be shown that
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Thus, μ 0s can be calculated from a single measurement of hti
at separation d if both μa and c are known. For most phantom
measurements, it is likely that c is known, or if not it can be
measured separately or estimated with reasonable precision.
However, if μa is not known, it can be evaluated using measure-
ments of hti at two or more values of distance d. For example,
for two measurements of mean time hti1 and hti2 obtained using
two different separations d1 and d2, respectively, μ 0s can be elim-
inated from Eq. (3) to obtain
EQ-TARGET;temp:intralink-;e004;63;452
μa ¼

d2
d1

2 hti1
hti2
þ

d1
d2

2 hti2
hti1
− 2

∕2c

hti1

1 −
d2
d1

þ hti2

1 −
d1
d2

: (4)
The corresponding value of μ 0s can then be derived by
inserting the calculated value of μa into Eq. (3).
The above analysis assumes ideal point sources and detectors
in an infinite homogenous medium. The assumption of infinite
extent to a fluid medium is likely to be approximated in practice
providing the distances between the nearest boundary of the
container and the source and the detector are at least a few
times larger than the separation d. However, for any practical
measuring device, the presence of optical components within the
fluid will violate the condition of homogeneity. Consequently, a
direct application of the above formulas is unlikely to be suc-
cessful, although it may be sufficient to utilize a precalibrated
lookup table to convert time-of-flight measurements to values of
μ 0s and μa. While statistical uncertainties in measurements of hti
will inevitably compromise the accuracy and uniqueness of the
solutions, both may be improved by combining data acquired at
additional separations.
3 Experimental Measurements
3.1 Proximity Sensor
While time-of-flight measurements of light transmitted across
biological tissues and other highly scattering media have
been performed for several decades,13 only recently has technol-
ogy become available that can do this at negligible cost. The ST
Microelectronics VL6180X proximity sensor uses photon flight
time information to measure the distance between the sensor and
a reflecting surface.14 The sensor incorporates a vertical cavity
surface-emitting laser source with an emission wavelength of
850 nm, and a single-photon avalanche diode detector on a sin-
gle chip, 3.3-mm apart. The specified distance range is 0 to
100 mm with a resolution of 1 mm, although ranging beyond
100 mm is quoted as possible with less reliability. The $2 sensor
is available with an evaluation kit enabling USB connection to a
PC, and the software provided enables distance measurements
(mm) and detected photon count rates (Mcps) to be acquired at a
rate of 10 Hz.
3.2 Sensor Characterization
To verify the measurement accuracy of the proximity sensor in
air, the sensor was supported vertically while a parallel sheet of
white board, serving as a diffusely reflecting target, was held at a
known distance from the sensor, as shown in Fig. 1. Data from
the sensor were recorded for 100 s at each distance as the board
was translated in 5-mm steps away from the sensor. An average
distance measurement was calculated and then the data were di-
vided into 10 segments of 10 s each to calculate a standard
deviation. The recorded values of distance and photon count
rate are plotted against the true sensor-board distance from
the target in Fig. 2. Error bars represent the standard deviation
for a 10-s (100 samples) measurement at each position.
The plot of true versus measured distance exhibits a strong
linearity with a slope of 0.999 0.011 and an intercept of zero
[linear fit shown in Fig. 2(a)]. The intensity data exhibit a rapid
decrease in the detected signal due to the divergence of the emit-
ted light and nonspecular reflectance of the white board.
3.3 Single Sensor Measurement in a Turbid Fluid
To assess the ability of the sensor to measure photon flight time
across a region of highly scattering fluid, a tank of intralipid was
prepared. Intralipid is a milk-like commercially available lipid
emulsion produced as an intravenous nutrient and is commonly
used as a phantom material.2 The rectangular tank had a surface
area of 200 × 130 mm2 and was filled to a depth of 50 mm
with a precalibrated solution of intralipid to produce a fluid
with a transport scatter coefficient of 1.0 mm−1 and absorption
of 0.0043 mm−1 at the sensor wavelength of 850 nm.
Fig. 1 Measurement of the distance between the VL6180X sensor
and a reflecting white board.
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To facilitate measurements in the fluid for different source–
detector separations, a small customized connector was devel-
oped (3-D printed in black plastic) to secure the ends of two
short (37 mm) lengths of unterminated polymer optical fiber
(diameter 1 mm) in contact with the source and detector. The
other ends of the fibers were held apart using a spacer, consisting
of a thin plastic rod with two holes separated by a fixed distance
d. This is shown in Fig. 3. The ends of the fibers were immersed
to a depth approximately halfway between the top and bottom
surfaces of the fluid, and data were recorded for 10 s for spacers
with separations of 4, 6, 10, 14, and 18 mm. The resulting data
are shown in Fig. 4.
The distance m measured by the sensor exhibits a smooth,
near-linear increase with fiber separation, while the intensity
shows a corresponding exponential-like decrease. However, it
was noted that when the intensity falls below 1 Mcps, the
distance measurements become erratic and exhibit some corre-
lation with the intensity. Consequently, it was ensured that the
measured intensity remained above 1 Mcps for all subsequent
experiments.
The continuous line in Fig. 4(a) represents the theoretical
mean photon pathlength (chti) calculated using Eq. (1).
There are two reasons why a close match between the measured
and modeled distances is not expected. First, and most impor-
tantly, the sensor was designed to measure distances in air and
not to provide a distance value from a (deliberately) temporally
broadened signal from highly scattered light. Information on the
measurement technique and signal processing scheme employed
by the sensor is not in the public domain, and there is no reason
to expect the sensor to yield the mean photon pathlength.
Second, the measurement geometry does not closely approxi-
mate a point source and point detector in an infinite medium.
In principle, this could be improved using longer and thinner
fibers embedded in a larger tank, although the finite depth
range of the sensor restricts the maximum length of the fibers
that can be employed.
3.4 Dual Sensor Measurement in a Turbid Fluid
Pairs of fibers were attached to two independent sensors
mounted on different expansion boards. Spacers of 3 and 6 mm
were attached to the ends of the two pairs, which were then
immersed into the same tank ∼90 mm apart (sufficient to enable
the sensors to be operated simultaneously). Measurements were
acquired for solutions with nine different intralipid concentra-
tions, corresponding to transport scattering coefficients (at
850 nm) between 0.4 and 2.0 mm−1, increasing in steps of
0.2 mm−1. For each intralipid concentration, an aqueous solu-
tion of NIR-absorbing dye (ICI S109564) was manually injected
and stirred into the fluid to increase its absorption coefficient (at
850 nm) in steps of 0.001 to 0.04 mm−1. Measurements were
acquired from both sensors, averaging over 100 samples. The
result was pairs of distance measurements m1 and m2 for
9 × 41 ¼ 369 fluids with distinct optical properties.
Figure 5 shows the distance values obtained using one sensor
(m1 with fiber separation d1 ¼ 6 mm) plotted against the
distance values obtained using the other sensor (m2 with
d2 ¼ 3 mm). A constant offset is subtracted from both sets of
measurements, equal to the distance recorded when the two ends
of the fibers are coupled together (i.e., representing zero flight
time). As expected, Fig. 5 shows nine lines of 41 points each
corresponding to the different values of μ 0s and μa. The spacing
between points within a given line decreases significantly as μa
increases, and to a lesser extent the spacing among lines tends to
decrease as μ 0s increases.
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Fig. 2 (a) Distance and (b) intensity values obtained using the VL6180X sensor.
Fig. 3 A customized connector securing two short lengths of polymer
fiber in contact with the VL6180X sensor source and detector.
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For comparison, Fig. 6 shows the corresponding theoretical
values of mean pathlength (chti) calculated using Eq. (1) for the
same two source–detector separations and the 369 pairs of opti-
cal properties used experimentally. The ranges of distances for
the two sensors are similar to those exhibited experimentally.
Again, differences between the theory and experimental data
are inevitable for the reasons stated above; although it is actually
encouraging that the points show less overlap in the experimen-
tal data than predicted by the diffusion model.
Despite some similarities between Figs. 5 and 6, the compari-
son confirms that the theoretical model is not sufficient to
enable the optical properties μ 0s and μa to be extracted from the
distance measurements directly by applying Eqs. (3) and (4).
Nevertheless, the relatively little overlap of data (except at
very high μa) in Fig. 5 suggests that empirical models can be
applied to enable reasonably accurate predictions of both prop-
erties to be extracted for an arbitrary pair of distance values. For
example, a lookup table can be generated by extrapolating
between points on the surfaces of plots of μ 0sðm1; m2Þ and
μaðm1; m2Þ. To compensate for noise in the data, a polynomial
or spline function can be fitted in two dimensions to provide a
smoother interpolation. This idea was briefly explored by
obtaining a simple two-dimensional third-order polynomial
(i.e., 10 parameters) fit to our data. The average differences
between the measured values of μ 0s and μa and the values pre-
dicted by the polynomial fit were 9% and 18%, respectively,
with the largest errors occurring at the highest values of both
coefficients (i.e., where most overlap of points occurs in Fig. 5).
4 Discussion
The recent advent of low-cost solid-state time-of-flight technol-
ogy has the potential to find a vast new breadth of uses.
Applications identified for the mobile phone market have
enabled mass production of the proximity sensor evaluated here
to be sold at nominal cost. This sensor has evident limitations for
characterizing the optical properties of turbid fluids. It is not
designed to measure the temporal broadening produced by scat-
ter; almost certainly it does not compute a true measurement
of mean photon pathlength, although the measured distance
appears to correlate quite well. The emitted power is low and
the detection area is small, which limits the distance measure-
ment range, and the wavelength is fixed at 850 nm. Despite these
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Fig. 5 A scatter plot of the distancemeasurements acquired using the
two fiber separations for the 369 different fluids.
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Fig. 6 A scatter plot of the mean pathlengths estimated using Eq. (1)
for the two fiber separations and the 369 different fluids.
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Fig. 4 (a) Distance and (b) intensity values recorded in intralipid for five different fiber separations. The
continuous line represents in (a) is the mean photon pathlength estimated using Eq. (1).
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limitations, the combination of two sensors enables a pair of
measures to be acquired, which appear to uniquely characterize
absorption and transport scattering properties of turbid intrali-
pid-based solutions, at least when the absorption is compara-
tively low.
Because of the limited sensitivity of the sensor, it was nec-
essary to use small source–detector separations of d1 ¼ 3 mm
and d2 ¼ 6 mm. Consequently, measurements at the lowest
values of μ 0s will not have met the diffusion equation condition
that d ≫ 1∕μ 0s , which explains the observed departure between
the experimental results and the theoretical model as μ 0s
decreases. However, we note that since this work was com-
pleted, ST Microelectronics have released their VL53L0X prox-
imity sensor15 that has a larger specified range of 2 m but emits
at 940 nm, which is less suitable for NIR spectroscopy and
imaging.
The sensors can easily be integrated into a “dipstick” with a
geometry more suitable for quickly characterizing phantom
fluids. Ideally, larger source–detector separations would be
employed and the combination of three or more measurements
is likely to yield superior accuracy in the measurement of both
coefficients. Such a device might also find other applications for
characterizing scattering fluids, such as paint, milk and other
liquid foods, industrial solvents, and liquid pharmaceuticals.
Recent advances in the field of miniaturized time-correlated
single-photon counting devices16 and solid-state sources of very
short pulses of light have already begun to be explored in appli-
cations in NIR spectroscopy and imaging, particularly by
research groups in Milan17 and Lausanne/Zurich.18
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